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Introduction
The measurement of heart rate (HR) during acute exercise is one 
of the most common and pragmatic methods for estimating exer-
cise intensity and prescribing exercise training thresholds [2, 17], 
although some studies suggest that the linear relationship between 
HR and oxygen consumption is sometimes altered [5]. Similarly, 

heart rate recovery following acute maximal or sub-maximal exer-
cise is a common method for characterising cardiorespiratory fit-
ness and predicting mortality risk [4, 12]. Some studies though 
have reported that cardiac drift over time will result in a fixed HR 
recovery overestimating the time required to recover fully between 
exercise bouts [13]. Although the 12-lead electrocardiogram (ECG) 
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AbStR ACt

We examined the validity and reliability of the Apple Watch 
heart rate sensor during and in recovery from exercise. Twenty-
one males completed treadmill exercise while wearing two 
Apple Watches (left and right wrists) and a Polar S810i monitor 
(criterion). Exercise involved 5-min bouts of walking, jogging, 
and running at speeds of 4 km.h − 1, 7 km.h − 1, and 10 km.h − 1, 
followed by 11 min of rest between bouts. At all exercise inten-
sities the mean bias was trivial. There were very good correla-
tions with the criterion during walking (L: r = 0.97; R: r = 0.97), 
but good (L: r = 0.93; R: r = 0.92) and poor/good (L: r = 0.81; R: 
r = 0.86) correlations during jogging and running. Standardised 
typical error of the estimate was small, moderate, and moder-
ate to large. There were good correlations following walking, 
but poor correlations following jogging and running. The per-
centage of heart rates recorded reduced with increasing inten-
sity but increased over time. Intra-device standardised typical 
errors decreased with intensity. Inter-device standardised 
typical errors were small to moderate with very good to nearly 
perfect intraclass correlations. The Apple Watch heart rate sen-
sor has very good validity during walking but validity decreas-
es with increasing intensity.
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may be the ‘gold standard’ for measuring HR, the ECG monitoring 
equipment may be impractical or unrealistic for use outside of lab-
oratory settings. Surrogate measures including HR monitors that 
connect wirelessly to an in-situ chest strap have been successfully 
validated against 12-lead ECG devices for measuring HR and heart 
rate variability at rest and during exercise [10, 14, 18].

Recent advances in technology have led to the integration of 
photoplethysmography (PPG) into wrist-worn devices for the pur-
pose of estimating HR. The PPG technique is a simple non-invasive 
optical method that detects beat-to-beat pulsatile changes in 
blood flow [1, 11]. The Apple Watch, commercially released in 
2015, is one such device that uses PPG to measure HR. Although 
the Apple Watch has become the world’s highest-selling smart-
watch with almost 12 million in sales in 2016 [3], there are very few 
studies that have examined its validity or reliability for measuring 
HR. Wallen et al. [15] recently examined the validity of the Apple 
Watch in 22 healthy males and females during a 1-h protocol of low 
exercise intensity, supine and seated rest, walking, and running on 
a treadmill and cycling on an ergometer. These authors reported a 
mean (SD) difference of –1.3 (4.4) beats.min − 1 and limits of agree-
ment of –9.9 to 7.3 beats.min − 1 between the Apple Watch and an 
ECG. However, HR was recorded manually and the process of how 
HR data were extracted is not clearly explained. Wang et al. [16] 
examined the validity of the Apple Watch HR compared to an ECG 
and a Polar chest strap in 50 males and females. Participants exer-
cised on a motorised treadmill at 3.2 km.h  − 1, 4.8 km.h  − 1, 
6.4 km.h − 1, 8 km.h − 1, and 9.6 km.h − 1, for 3 min at each stage while 
wearing two of four wrist-worn devices (Fitbit Charge HR, Apple 
Watch, Mio Alpha, and Basis Peak). There was a correlation of 
r = 0.91 (95 % CI: 0.88 to 0.93) between the Apple Watch and the 
ECG. The limits of agreement ranged from –27 to  + 29 beats.min − 1 
compared to the ECG. However, HR was taken only once manually 
at the end of each 3-min stage, which is a serious limitation and 
questions how well each data point represents the mean HR. There 
was also no indication on which wrist the Apple Watch was worn.

To our knowledge, no study has investigated the validity of the 
Apple Watch HR sensor during controlled walking, jogging and run-
ning, during recovery from controlled exercise, or the intra- and 
inter-device reliability. It is important to examine the validity and 
reliability of modern wearable devices because it is well established 
that a dose-response relationship exists between exercise intensi-
ty and health outcomes, which places emphasis on the accurate 
monitoring of exercise intensity. Therefore, the aim of the study 
was to investigate the validity and intra- and inter-device reliability 
of the Apple Watch HR sensor during walking, jogging, and running 
activities and during recovery from each of these activities.

Materials and Methods

Study population
Our study was approved by the institutional ethics committee and 
meets the ethical standards of the journal [6]. Twenty-nine healthy 
male participants were recruited and provided written informed 
consent. However, eight did not complete the study; one partici-
pant withdrew due to an unrelated injury, and given the heteroge-

neity in participant fitness seven others were excluded because 
they were unable to complete all three bouts of exercise (walking, 
jogging, and running). Participant cardiorespiratory fitness was not 
assessed because the relative physiological response was not a pri-
mary measure of interest. Twenty-one healthy male participants 
(mean [SD]; age 31.4 [7.2] y; BMI 26.1 [2.9] kg.m − 2) completed the 
study, and of these, 20 were right-hand dominant. Eleven partici-
pants were British (white skin) and 10 were Asian (brown skin), with 
no participant having black skin. All participants were recreation-
ally active and involved in a wide range of activities including walk-
ing, running, resistance training and soccer. Ten participants de-
scribed their fitness status as highly fit, nine as moderately fit, and 
one as unfit. We lost heart rate data from one participant from the 
right Apple Watch during running only in trial 1 due to a data re-
cording error. The inclusion criteria were that participants be free 
from known disease, not taking any form of medication, and 
aged > 18 years. Participants with a diagnosis of cardio-metabolic 
disease were excluded.

Experimental design
Participants visited the exercise testing laboratory on three sepa-
rate occasions. The first visit was used to screen participants for el-
igibility and to familiarise them with the exercise protocol. The sec-
ond visit was the first testing session and included walking, jogging, 
and running on a treadmill (GE T2100 treadmill) at 1 % inclination 
for 5 min at 4 km.h − 1, 7 km.h − 1, and 10 km.h − 1, respectively. These 
speeds were selected based on pre-study pilot testing and were 
mean values representing walking, jogging, and running speeds. 
Each bout of exercise was followed by approximately 11 min of rest. 
Based on data from pilot testing, 11 min was sufficient time to allow 
data from the Apple Watches to be transferred to the paired iPhone, 
together with allowing the HR to return to baseline in order to avoid 
any carry-over effects between intensity stages. The final visit rep-
licated the testing protocol conducted in the second visit, with the 
laboratory conditions maintained between trials. The mean (SD) 
days between the second and third sessions was 7 (4). All testing 
visits were scheduled at the same time of the day. All participants 
were advised not to eat a large meal or consume caffeine for at least 
three hours before testing and to avoid moderate to vigorous phys-
ical activity in the 24 h before testing.

Instrumentation and data acquisition
During each trial participants wore a Polar HR monitor chest strap 
(T13, Polar Electro, OY, Finland) with the corresponding watch 
(Polar S810i, Polar Electro, OY, Finland), placed over the handrail 
of the treadmill and two Apple Watch Sport devices (Series 0, 
watchOS 2.0.1, Apple Inc., California, USA) – one on the left wrist 
and another on the right wrist. Both Apple Watches connected 
wirelessly via Bluetooth to two iPhone 5S smartphones (Apple Inc., 
California, USA). The sampling time for the Polar S810i HR monitor 
was set at 5 s intervals. Following exercise the HR data were trans-
ferred from the Polar S810i HR monitor to the Polar Pro Trainer 5 
software. To measure HR on each Apple Watch, we used the ‘Work-
out’ app. The ‘Workout’ app nominally records HR at 5-s intervals. 
On cessation of each trial the HR data were synced automatically 
to the ‘Health’ database on its paired iPhone. To retrieve the raw 
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HR and sampling time data from the ‘Health’ database, a bespoke 
iPhone app was written. The bespoke app was written in Xcode 
7.2.1 using the language Swift 2.1 and using the methods provid-
ed by the HealthKit framework (Apple Inc., California, USA).

Data analysis
Data were log-transformed prior to analysis to avoid bias resulting 
from non-uniformity of error. All data were analysed using custom-
designed Microsoft Excel spreadsheets [7]. The mean and standard 
deviation (SD) for each exercise and recovery period were used to 
report descriptive data. We report the standardised typical error 
of the estimate, standardised mean bias, and Pearson product mo-
ment correlation coefficients to assess validity, together with the 
95 % limits of agreement to aid comparisons with other studies. 
Standardised typical error and intraclass correlation were used to 
measure inter- and intra-device reliability. Uncertainties in these 
estimates are reported as 90 % confidence intervals. The following 
definitions were used to interpret the strength of the Pearson cor-
relation coefficients used to assess the validity of the HR data and 
the intraclass correlation coefficients used to assess the inter- and 
intra-device reliability of the HR data: very poor (r = 0.45 to 0.69), 
poor (r = 0.70 to 0.84), good (r = 0.85 to 0.94), very good (r = 0.95 
to 0.994) and excellent (r ≥ 0.995) [8]. The following definitions 
were used to interpret the validity of the HR data using the stand-
ardised typical error of the estimate: trivial, < 0.1; small, 0.1 to 0.29; 
moderate 0.3 to 0.59; large ≥ 0.6 [7]. Standardised typical error was 
doubled prior to interpretation using the following scale: trivi-
al, < 0.2; small, 0.2 to 0.59; moderate, 0.6 to 1.19; large, 1.2 to 1.99; 
very large, 2.0 to 3.99; extremely large, ≥ 4.0 [7].

Results

Validity of Apple Watch HR during walking, jogging 
and running
The standardised mean bias showed there was no obvious under- 
or overestimation of the mean HR at any of the exercise intensities 
(▶table 1). There were very good correlations between the left 
and right Apple Watches and the criterion during walking, and good 
correlations during jogging. For running, there was a poor correla-
tion for the left watch, but a good correlation for the right watch. 
Standardised typical error of the estimate increased as the exercise 
intensity increased, being small, moderate, and moderate/large, 
for walking, jogging, and running, respectively (▶table 1). The 95 % 
limits of agreement are displayed in ▶table 1. Although the Apple 
Watch nominally measures HR every 5 s, we were able to test this 
by examining the exact time that each HR was recorded. The mean 
(SD) percent of all possible HRs recorded by the Apple Watch re-
duced with increasing exercise intensity but increased over time 
(▶Fig. 1).

Validity of Apple Watch HR in recovery from  
walking, jogging and running
The standardised mean bias showed there were small overestima-
tions of the mean HR after walking, jogging and running, and stand-
ardised typical error of the estimate increased as the exercise inten-
sity increased (▶table 1). There were good correlations between the 

left and right Apple Watches and the criterion after walking. There 
were poor correlations following jogging and running (▶table 1).

Reliability of the Apple Watch HR during walking, 
jogging and running
The intra-device reliability (Trial 1 vs Trial 2) increased with exercise 
intensity such that the ICCs increased and the standardised typical 
errors decreased (▶table 2). The inter-device reliability between 
the left and right Apple Watches during Trial 2 showed very good 
to nearly perfect ICCs and small to moderate standardised typical 
errors.

Reliability of the Apple Watch HR in recovery from 
walking, jogging and running
The intra-device reliability (Trial 1 vs Trial 2) in recovery from exer-
cise increased with exercise intensity such that the ICCs increased 
and the standardised typical errors decreased (▶table 2). The in-
ter-device reliability between the left and right Watches during Trial 
2 showed nearly perfect ICCs and small to moderate standardised 
typical errors.

Discussion
This is the first study to examine the validity and intra- and inter-
device reliability of the Apple Watch for measuring HR during and 
in recovery from controlled walking, jogging, and running. We ob-
served that the Apple Watch has very good validity for measuring 
HR during walking and good validity in recovery from walking. 
However, the validity of the Apple Watch for measuring HR during 
exercise decreases with increasing intensity and the proportion of 
HR values recorded by the watch decreases with increasing exer-
cise intensity. The intra-device reliability is good during walking 
and in recovery from walking and improved with the higher exer-
cise intensity associated with jogging and running. The inter-de-
vice reliability is very good with low standardised typical errors and 
good to very good ICCs.

Our findings are largely in agreement with Wallen et al. [15] who 
reported HR from the Apple Watch during rest, cycling and walk-
ing at three speeds: 2.7, 4.0 and 5.5 km.h − 1. They reported a triv-
ial underestimation of the mean HR from the Apple Watch com-
pared to an ECG (1 beat.min − 1) with the 95 % LoA being –10 to 7 
beats.min − 1. The Apple Watch was the most accurate among the 
four devices at low exercise intensity. Our results revealed a trivial 
mean bias during walking at 4 km.h − 1, with the mean bias and 95 % 
LoA being 0 (–6 to 6) and 0 (–8 to 8) for the left and right Apple 
Watches, respectively. The difference between our results and Wal-
len and colleagues [15] may be because they measured the mean 
HR across different exercise modes but we measured HR during 
treadmill exercise only.

Wang and colleagues [16] examined the accuracy of wrist-worn 
watches in 50 participants during walking, jogging, and running 
on a treadmill for three minutes at 3.2, 4.8, 6.4, 8 and 9.6 km.h − 1, 
respectively. However, only 25 of the 50 participants wore an Apple 
Watch. These authors reported that the accuracy of the four devic-
es, including the Apple Watch, decreased with increasing exercise 
intensity and our findings are in agreement with this. Although they 
reported a correlation of r = 0.91 (95 % CI: 0.88 to 0.93) between 
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the Apple Watch and an ECG, the limits of agreement ranged from 
–27 to  + 29 beats.min − 1. Moreover, 7 of their 50 participants were 
African American, yet a previous study reported that the correla-
tion between Apple Watch HR and an ECG was different between 
those with darker and lighter skin [15], which may have affected 
their results. However, our study did not include any participants 
with dark skin colour. Wang and colleagues [16] also recorded the 

▶table 1 Validity of measuring HR with the Apple Watch during and in recovery from walking, jogging, and running.

Exercise Mode Left Wrist Right Wrist
Walking
 Mean (SD) of criterion (Polar) (beats.min − 1) 95 (14) 95 (14)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 94 (13) 95 (14)

 Standardised mean bias (90 % CI)  − 0.03 ( − 0.11 to 0.06) 0.01 ( − 0.09 to 0.11)

 Standardised typical error of the estimate (90 % CI) 0.23 (0.18 to 0.32) 0.26 (0.21 to 0.36)

 Correlation coefficient (90 % CI) vs criterion (Polar) 0.97 (0.94 to 0.99) 0.97 (0.93 to 0.98)

 Mean bias (95 % limits of agreement) (beats.min − 1) 0 ( − 6 to 6) 0 ( − 8 to 8)

In recovery from walking

 Mean (SD) of criterion (Polar) (beats.min − 1) 83 (14) 83 (14)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 88 (14) 89 (13)

 Standardised mean bias (90 %CI) 0.32 (0.15 to 0.49) 0.37 (0.22 to 0.52)

 Standardised typical error of the estimate (90 % CI) 0.46 (0.36 to 0.63) 0.41 (0.32 to 0.56)

 Correlation coefficient (90 % CI) vs criterion (Polar) 0.89 (0.78 to 0.95) 0.92 (0.83 to 0.96)

 Mean bias (95 % limits of agreement) (beats.min − 1) 5 ( − 8 to 18) 5 ( − 7 to 17)

Jogging

 Mean (SD) of criterion (Polar) (beats.min − 1) 133 (15) 133 (15)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 132 (16) 133 (16)

 Standardised mean bias (90 % CI)  − 0.03 ( − 0.18 to 0.11) 0.01 ( − 0.15 to 0.16)

 Standardised typical error of the estimate (90 % CI) 0.37 (0.29 to 0.50) 0.40 (0.32 to 0.55)

 Correlation coefficient (90 % CI) vs criterion (Polar) 0.93 (0.86 to 0.97) 0.92 (0.84 to 0.96)

 Mean bias (95 % limits of agreement) (beats.min − 1) 1 ( − 19 to 21) 1 ( − 19 to 21)

In recovery from jogging

 Mean (SD) of criterion (Polar) (beats.min − 1) 118 (19) 118 (19)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 131 (19) 130 (21)

 Standardised mean bias (90 % CI) 0.59 (0.32 to 0.86) 0.53 (0.30 to 0.77)

 Standardised typical error of the estimate (90 % CI) 0.72 (0.57 to 0.98) 0.61 (0.49 to 0.84)

 Correlation coefficient (90 % CI) vs criterion (Polar) 0.71 (0.47 to 0.86) 0.80 (0.61 to 0.90)

 Mean bias (95 % limits of agreement) (beats.min − 1) 12 ( − 18 to 42) 11 ( − 16 to 38)

Running

 Mean (SD) of criterion (Polar) (beats.min − 1) 155 (17) 155 (17)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 157 (18) 157 (18)

 Standardised mean bias (90 % CI) 0.11 ( − 0.12 to 0.35) 0.11 ( − 0.09 to 0.31)

 Standardised typical error of the estimate (90 % CI) 0.61 (0.48 to 0.83) 0.53 (0.42 to 0.72)

 Correlation coefficient (90 % CI) vs criterion (Polar) 0.81 (0.62 to 0.91) 0.86 (0.72 to 0.93)

 Mean bias (95 % limits of agreement) (beats.min − 1) 2 ( − 21 to 25) 2 ( − 18 to 22)

In recovery from running

 Mean (SD) of criterion (Polar) (beats.min − 1) 144 (22) 144 (22)

 Mean (SD) of practical (Apple Watch) (beats.min − 1) 156 (19) 155 (20)

 Standardised mean bias (90 % CI) 0.50 (0.25 to 0.75) 0.44 (0.19 to 0.69)

 Standardised typical error of the estimate (90 % CI) 0.67 (0.54 to 0.92) 0.67 (0.53 to 0.92)

 Correlation coefficient (90 %CI) vs criterion (Polar) 0.76 (0.54 to 0.88) 0.75 (0.53 to 0.88)

 Mean bias (95 % limits of agreement) (beats.min − 1) 12 ( − 18 to 42) 10 ( − 20 to 40)

CI: Confidence interval.

HR manually at the end of each 3-min stage, which questions how 
well each data point represents the mean HR.

We have extended the findings of Wallen et al. [15] and Wang 
et al. [16] by measuring HR continuously (but nominally) every 5 s 
(rather than every 3 min, or manually) thereby substantially increas-
ing the validity of the measured mean and standard deviation. The 
development of our bespoke in-house software allowed us to con-
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tinuously record HR from the wrist watches and facilitated the col-
lection of more frequent measurements which is previously unre-
ported in the published literature. Although the Apple Watch nom-
inally measures HR every 5 s, our data shows that the proportion 
of HR values actually measured by the Apple Watch decreases with 
increasing exercise intensity (▶Fig. 1), which is most likely contrib-
uting to the decreased validity of the Apple Watch for measuring 
HR at higher exercise intensities during running. This finding might 
suggest that the more rapid arm movement at higher exercise in-
tensities is increasing the movement artefact, thereby affecting the 
ability of the Apple Watch to measure HR. Although logic would 

suggest that blood flow to the wrist would be increased at higher 
exercise intensities, the increased movement artefact might dis-
proportionately counteract this, leading to a degraded frequency 
in the HR measurement. Although we do not have direct access to 
the algorithms used to calculate HR from the PPG data, we can 
speculate that the missing HR values from the Apple Watch could 
result from the software purposefully not reporting HR values de-
termined to be physiologically implausible.

It is also clear from ▶Fig. 1 that during the first minute of exer-
cise (particularly at higher exercise intensities), the Apple Watch is 
not recording between approximately 20 % and 40 % of HRs. Al-
though we cannot say for certain, we suspect this is also related to 
a combination of blood-flow and motion artefact issues previously 
mentioned. Given that the PPG sensor estimates HR by measuring 
changes in blood flow, the limited blood flow to the wrist at the in-
itiation of exercise [9] might lower the confidence of the predictive 
algorithms to accurately measure HR. As suggested before when 
related to the effect of exercise intensity on the proportion of HRs 
recorded, the Apple Watch software may discard all measured HRs 
until the algorithm is confident that it is recording a physiological-
ly plausible value. Given these issues and based on our data, we 
would urge caution when analysing Apple Watch HR data of less 
than three minutes in duration.

Our study is also the first to examine the reliability of HR measured 
by the Apple Watch. Although we did not measure gait parameters 
during trials, there is clearly variation in the arm movement of partic-
ipants within and between trials leading to variation in the amount  
of movement artefacts. However, our data show that the reliability 
between watches (inter-device) is higher than within watches (intra-
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▶Fig. 1 The mean (SD) of all possible heart rate recordings actually 
measured by the Apple Watch during each minute of the 5-min 
exercise period for walking, jogging, and running.

▶table 2 Intra-device and inter-device reliability of HR as measured by the Apple Watch during and in recovery from walking, jogging, and running.

Intra-device

Mode N time Wrist ICC (90 % CI) StE (90 % CI)

Walk 21 T1 vs T2 Left 0.84 (0.68 to 0.92) 0.92 (0.74 to 1.62)

Walk 21 T1 vs T2 Right 0.74 (0.51 to 0.87) 1.24 (0.98 to 1.70)

Jog 21 T1 vs T2 Left 0.82 (0.64 to 0.91) 1.00 (0.80 to 1.38)

Jog 21 T1 vs T2 Right 0.95 (0.88 to 0.97) 0.26 (0.20 to 0.35)

Run 21 T1 vs T2 Left 0.91 (0.82 to 0.96) 0.64 (0.52 to 0.88)

Run 20 T1 vs T2 Right 0.92 (0.84 to 0.97) 0.60 (0.48 to 0.84)

Walk – Rec 21 T1 vs T2 Left 0.86 (0.73 to 0.93) 0.84 (0.66 to 1.16)

Walk – Rec 21 T1 vs T2 Right 0.86 (0.72 to 0.93) 0.84 (0.68 to 1.16)

Jog – Rec 21 T1 vs T2 Left 0.86 (0.72 to 0.93) 0.84 (0.68 to 1.16)

Jog – Rec 21 T1 vs T2 Right 0.91 (0.82 to 0.96) 0.66 (0.52 to 0.90)

Run – Rec 20 T1 vs T2 Left 0.96 (0.91 to 0.98) 0.44 (0.36 to 0.62)

Run – Rec 20 T1 vs T2 Right 0.90 (0.79 to 0.95) 0.70 (0.56 to 0.98)

Inter-device

Wrist N time Mode ICC (90 % CI) StE (90 % CI)

L vs R 21 T2 Walk 0.97 (0.94 to 0.99) 0.36 (0.30 to 0.50)

L vs R 21 T2 Jog 0.91 (0.82 to 0.96) 0.66 (0.52 to 0.90)

L vs R 21 T2 Run 0.99 (0.97 to 0.99) 0.26 (0.20 to 0.34)

L vs R – Rec 21 T2 Walk 0.98 (0.95 to 0.99) 0.32 (0.26 to 0.44)

L vs R – Rec 21 T2 Jog 0.96 (0.91 to 0.98) 0.44 (0.34 to 0.60)

L vs R – Rec 21 T2 Run 0.99 (0.98 to 1.00) 0.20 (0.16 to 0.26)

T1: Trial 1; T2: Trial 2; ICC: intraclass correlation; CI: confidence interval; STE: standardised typical error; Rec: recovery.
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device), suggesting that HR is more reliable within a given exercise 
session than between sessions. Future studies could examine the in-
dependent and combined contribution of both blood flow and move-
ment to the variation in HR measured by the Apple Watch.

In summary, the Apple Watch has very good validity during 
walking and good validity in recovery from walking. However, the 
validity of measuring HR decreases with increasing exercise inten-
sity. Caution should be employed when interpreting HR data ob-
tained with the Apple Watch during jogging and running. The  
proportion of HR values actually measured by the Apple Watch  
decreases with increasing exercise intensity and particularly dur-
ing the first minute of measurement. The intra-device reliability is 
good during walking and in recovery from walking and improved 
with increasing exercise intensity. The inter-device reliability is  
very good.
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